[A reagent-saving modification of the glucose dehydrogenase method for the determination of glucose in venous and capillary blood using the Autoanalyzer II (author's transl)].
A modification of the glucose dehydrogenase method for the Autoanalyzer II is described, which permits a considerable reduction in the quantities of enzymes and coenzyme, without affecting linearity. Using the new modification and a sample frequency of 80 per hour, glucose can be determined in venous blood and in diluted capillary blood haemolysates with no change in the construction of the apparatus.